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/  Abstract 

/  - — 

^xA  system  for  digitally  evaluating  interfero- 
grams,  based  on  an  image-processing  system  con¬ 
nected  to  a  host  computer,  has  been  implemented. 
The  system  supports  one-  and  two-dimensional 
interferogram  evaluations*  Interferograms  are 
digitized,  enhanced,  and  then  segmented.  The 
fringe  coordinates  are  extracted,  and  the  fringes 
are  represented  as  polygonal  data  structures. 
Fringe  numbering  and  fringe  interpolation  modules 
are  implemented.  The  system  supports  editing  and 
interactive  features,  as  well  as  graphic  visuali¬ 
zation.  An  application  of  the  system  to  the 
evaluation  of  double-exposure  interferograms  from 
the  transonic  flow  field  around  a  helicopter  blade 
and  the  reconstruction  of  the  three-dimensional 
flow  field  is  given. ^  ^ 

Introduction 

Holographic  interferometric  techniques  have 
been  widely  used  in  recent  years  in  the  area  of 
aerodynamics  for  flow  visualization  and  quantita¬ 
tive  measurements  of  flow  properties,  particularly 
for  large  field  measurements  in  two-  and  three- 
dimensional  transonic  flows.1-4 

Interferometric  techniques  can  be  used  to 
measure  the  optical  path-length  differences  (OPDs) 
between  the  actual  refractive  index  field  n(x,y,z) 
and  a  reference  field  nQ,  in  either  the  undis¬ 
turbed  flow  or  in  the  test  section  without  flow. 
The  path-length  differences  in  the  plane  of  obser¬ 
vation,  measured  along  the  probing  rays  L  in 
units  of  the  wavelength  A,  are  registered  as 
phase  shifts  of  the  fringes  in  an 

interferogram, 

OPD  -  *  f  (n  -  n  )ds  -  NA  (1) 

ZTT  *  O 

L 

where  N  is  the  fringe-order  number.  The  fringes 
in  an  interferogram  represent  contour  lines  of 
equal  OPD. 

In  the  two-dimensional  case,  in  which  a  con¬ 
stant  refractive  index  along  the  probing  rays  is 
assumed,  the  OPD  is  directly  related  to  the 
refractive  index,  and  one  interferogram  is  suffi¬ 
cient  to  obtain  the  flow  field  at  any  location  of 
interest  in  the  field  of  view. 

In  the  general  case,  however,  in  which  the 
flow  field  is  asymmetric,  a  oet  of  interferograms 
has  to  be  recorded  at  different  viewing  angles 
around  the  field  in  order  to  reconstruct  the  flow 
field.  Such  an  interferogram  is  a  projection  of 
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the  index  of  the  refractive  index  field  as  it 
represents  line  integrals  of  a  scalar  variable 
along  rays.  In  general,  the  line  integral  can  be 
written 

“  T  /  (n(x,y,z)  -  n  ]ds  (2) 

L,(C,z) 

where  (£,z)  denote  the  coordinates  in  the  plane  of 
the  interferogram  and  where  L  (£,z)  is  a  path 
length  through  the  object.  ® 

The  refractive  index  at  any  given  point  in 
the  flow  field  may  be  obtained  by  applying  the 
methods  of  computer-assisted  tomography  (CAT) 
to  invert  the  integral  equation  (2).  In  the 
refractionless  limit,  which  is  assumed  here,  the 
light  rays  passing  through  a  horizontal  plane 
(z  =  const)  of  the  phase  object  form  the  fringe- 
order  function  along  a  straight  horizontal  line 
in  the  plane  of  the  interferogram.  This  assump¬ 
tion,  which  is  valid  in  the  actual  case,  as  shown 
by  a  numerical  simulation,5  considerably  simpli¬ 
fies  the  numerical  reconstruction  procedure, 
because  it  makes  it  possible  to  reduce  the  three- 
dimensional  reconstruction  problem  to  a  two- 
dimensional  one  by  processing  horizontal  planes 
independently. 

One  important  step  between  recording  the 
interferograms  and  applying  tomographic  recon¬ 
struction  techniques,  however,  is  the  evaluation  of 
the  interferograms,  that  is,  reading  fringe  posi¬ 
tions  and  fringe  numbers.  Up  to  now,  most  inter- 
ferograms  from  aerodynamic  tests  have  had  to  be 
evaluated  by  either  reading  fringe  numbers  and 
their  positions  manually  or  by  tracing  the  fringe 
lines  by  hand  with  the  help  of  a  tracking  device 
(for  instance  a  graphic  tablet).  Manual  evalua¬ 
tion,  is  a  very  time-consuming  and  inaccurate 
procedure,  however,  and  it  is  evident  that  in  the 
current  application,  where  large  numbers  of  inter¬ 
ferograms  have  to  be  evaluated  at  several  horizon¬ 
tal  planes,  utilization  of  an  automatic  fringe¬ 
reading  procedure  would  enhance  the  evaluation 
and  would  make  the  interferometric  technique  a 
much  more  powerful  measurement  tool. 

Different  approaches  can  be  used  to  automa¬ 
tize  the  analysis  of  the  interferograms.  One  is 
direct  phase-measurement  interferometry  in  which 
phase-8hif ting  or  heterodyne  techniques  are  used 
to  obtain  a  set  of  phase-shifted  interferograms 
from  which  a  relative  phase  at  any  given  point  in 
the  plane  of  observation  may  be  calculated.6”10 
In  a  similar  approach,  point-by-point  electronic 
phase  measurement  relying  on  heterodyne  interfer¬ 
ometry  is  used.11  Both  methods  have  been  used  for 
measuring  deformations  of  opaque  solid  objects  In 
nondestructive  testing  and  for  making  surface 
measurements  in  optical  quality-testing.  Although 
phase  measurements  on  a  point-by-point  basis  may 
be  very  precise,  they  are  inherently  slow  and 
require  long  acquisition  times.  On  the  other 
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hand,  the  application  of  phase-shifting  techniques 
requires  real-time  test  environments,  simultane¬ 
ous  recording  of  phase-shifted  images,  or  multiple- 
reference-beam  holography. 

By  introducing  enough  tilt  into  the  interfer¬ 
ometric  system  ( f inite-f ringe  interferometry)  it 
is  possible  to  restrict  the  fringe  field  to  a 
straight-line-type  pattern.  This  may  then  be  eval¬ 
uated  by  using  either  Fourier  techniques,12  or 
spatial  synchronous  phase  detection.  3  These 
techniques  require  high  fringe  densities  and  there¬ 
fore  high-resolution  detection;  processing  times 
are  also  very  long. 

Other  approaches  involve  the  use  of  image- 
processing  systems  to  enable  a  computer-aided 
evaluation  of  the  real  fringe  pattern.  These 
systems  usually  digitize  and  digitally  enhance  the 
fringe  pattern.  Some  are  used  to  perform  one¬ 
dimensional  fringe  analysis  in  nondestructive  test¬ 
ing  applications,1**'16  to  locate  fringe  centers17 
or  fringe  sides,18-22  or  to  trace  the  fringe 
extrema23  in  two-dimensional  analysis  implementa¬ 
tions.  Interactive,  computer-based  systems  allow 
the  implementation  of  sophisticated  algorithms 
for  image  enhancement,  fringe  segmentation,  error 
correction,  and  fringe  numbering,  all  of  which 
have  to  be  applied  to  evaluate  conventionally 
observed  inter ferograms .  Often,  the  introduction 
of  sufficient  tilt  (as  was  done,  for  example,  in 
Ref.  19)  into  the  interferometric  systems  used  in 
fluid  mechanics  is  not  feasible,  so  the  fringe 
patterns  are  generally  of  higher  complexity. 

In  this  paper,  digital  interferogram  analysis 
methods,  developed  previously  by  one  of  the 
authors  (F.B.),  0,21  implemented  on  an  image- 
processing  systems,  is  described  in  more  detail 
and  is  applied  to  the  reconstruction  of  three- 
dimensional  transonic  flow  fields  around  a  rotor 
blade. 


Experimental  Setup  and  Holographic  Recording 

The  double-exposure  holographic  interfero- 
grams  of  the  flow  near  a  hovering  1/7-scale 
geometric  model  UH-1H  rotor  were  recently  recorded. 
The  one-blade  rotor  system  —  1.05  m  span  and 
0.075  m  chord  length  with  NACA  0012  airfoil 
sections  —  was  run  at  a  tip  Mach  number  of  0.9 
in  the  anechoic  hover  chamber  at  the  Aeromechanics 
Laboratory.  A  pulsed  ruby  laser  was  used  to 
record  the  double-exposed  holograms  of  the  tran¬ 
sonic  flow  field  around  the  blade.  The  diameter 
of  the  object  beam  was  0.6  m,  and  the  total  path 
length  was  about  30  m. 

The  first  exposure  was  recorded  with  the 
rotor  stationary,  and  the  second  exposure  was 
recorded  with  the  blade  rotating;  this  was  done 
by  synchronizing  the  laser  pulse  with  the  desired 
blade  position.  A  more  detailed  description  of 
the  holographic  system  and  the  rotor  test  Is 
given  in  Ref.  3. 

Figure  1  shows  a  top  view  of  the  setup  with 
a  few  typical  inter ferograms  recorded  at  different 
azimuthal  angles.  Interferograas  at  40  different 
views  were  recorded  at  2*  Intervals.  Aa  shown 
In  Fig.  1 ,  Interferograas  recorded  at  angles  of 
about  90°  have  very  few  or  no  fringes;  this  is 
because  the  optical  rays  pass  through  s  very  thin 


portion  of  the  refractive  index  field.  However, 
interferograms  recorded  at  about  180°  contain 
many  fringes,  for  the  optical  rays  pass  through 
the  longest  portion  of  the  refractive  index 
field  along  the  blade.  Shock  waves  are  present 
in  some  of  these  interferograms.  Parts  of  the 
fringe  pattern  are  blocked  off  by  the  shadow  of 
the  rotor  system  in  several  interferograms. 


Interferogram  Evaluation 

In  order  to  reconstruct  the  three-dimensional 
flow  field  from  these  interferograms,  using  tomo¬ 
graphic  reconstruction  techniques,  the  fringe 
number- functions  along  cross  sections  of  a  plane 
parallel  to  the  rotor  disk  are  required.  Data 
from  all  the  views  are  needed  to  reconstruct  the 
index  of  refraction  in  a  particular  plane  above 
the  blade.  Several  planes  have  to  be  reconstructed 
to  get  a  three-dimensional  flow-field  representa¬ 
tion.  This  procedure  requires  that  each  inter¬ 
ferogram  be  represented  in  a  form  that  allows  the 
fringe-order  function  to  be  computed  at  any 
desired  point. 

Interferogram  evaluation  means  to  extract 
lines  of  equal  phase  Aip  (equal  OPD)  from  the 
intensity  I(x,y)  in  the  two-dimensional  inLerfer- 
ograro  plane,  which  may  be  written  as 

I(x,y)  -  I0(x,y)  +  Ii  (x ,y) cos (Aip)  (3) 

The  term  lo  describes  the  background  illumina¬ 
tion  and  the  distortions,  and  lx  is  a  modulation 
term;  both  may  vary  over  the  field  of  view.  The 
fringe's  maxima  and  minima,  or  the  fringe's  sides, 
are  easily  detectable  lines  of  equal  phase.  Each 
fringe  has  to  be  recognized  (segmented)  from  its 
surroundings  and  those  pixels  that  represent  the 
constant-phase  line  have  to  be  picked  up.  In  the 
simplest  case,  in  which  the  fringe  field  is  a 
sinusoidal  pattern  without  any  distortions  (uni¬ 
form  background  illumination) ,  the  segmentation 
can  be  done  by  thresholding  (level-clipping), 
using  the  mean  gray  value.  This  procedure  would 
give  the  fringe-sides  as  constant-phase  lines. 

However,  most  of  the  holographic  interfero¬ 
grams  have  a  nonuniform  background  Illumination 
with  varying  contrast  and  several  other  distor¬ 
tions  (speckle  noise,  electronic  noise).  The 
fringe  segmentation  In  such  Instances  has  to  be 
somewhat  more  sophisticated  to  enable  a  trouble- 
free  postprocessing  of  the  extracted  data. 

Another  difficulty  In  evaluating  interfero¬ 
grams  from  transonic  flows  is  the  large  variation 
In  fringe  density.  In  all  of  the  near-spanwlse 
views,  the  fringes  are  very  narrow  above  the 
blade,  but  are  very  wide  in  the  rest  of  the  field 
(see  Fig.  1).  Also,  the  fringe  frequency  may 
change  rather  rapidly  across  the  field,  especially 
If  a  shock  is  present.  In  applylt$  tomographic 
reconstruction  techniques  it  Is  Important  that  the 
flow  field  over  the  entire  field  of  view  be  known 
to  a  high  degree  of  accuracy.  But  thla  require¬ 
ment  conflicts  with  the  restricted  resolution  of 
the  image- pro cessing  system.  A  resolving  power  of 
more  than  3,000  pixels  across  the  field  of  view 
would  have  been  necessary  to  evaluate  these  Inter¬ 
ferograms.  In  order  to  achieve  the  same  resolu¬ 
tion  with  the  available  aystsau  enlarged  parts  of 
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Fig.  1  Top  view  of  the  holographic  setup  and  sample  inter ferograms  taken  at  different  azimuthal  angles. 


the  inter ferograms  had  to  be  processed  individually 
and  had  to  be  merged  subsequently. 

The  evaluation  of  interferograms  using 
computer-aided  methods  can  be  subdivided  into  the 
following  steps:  1)  digitization  of  the  Interfero¬ 
grams  and  image  enhancement,  2)  fringe  segmentation 
and  fringe-coordinate  extraction,  3)  merging  of 
fringe  fields  obtained  from  several  magnified 
views,  4)  fringe  numbering  and  correction  of  fringe 
disconnections,  5)  coordinate  transformations, 

6)  Interpolation  and  extrapolation  of  fringe- 
number  functions,  7)  reconstruction  of  the  flow 
field,  8)  conversion  of  fringe  numbers  Into 
refractive  index  and  interesting  flow  properties. 


In  the  following,  a  system  is  described  for 
evaluating  interferograms  that  incorporates  all  of 
the  evaluation  steps  mentioned  above.  All  the 
modules  may  be  called  interactively  or  in  batch 
mode.  An  editing  feature  is  also  implemented, 
which  allows  supervision  of  the  evaluation,  cor¬ 
rection  of  extraction  errors,  input  of  Information 
by  hand,  modification  of  fringe  numbers,  and  allows 
graphic  visualization. 

Hardware  Components 

An  image- processing  system  (De  Ansa  IP-6400) 
connected  to  a  VAX  11/780  host  computer  provides 
the  main  hardware  necessary  for  digitising  the 


inter!  urograms  and  for  doing  some  image-enhancement 
processing  (see  Fig.  2). 

The  resolution  of  the  system  is 
512  *  512  pixels  with  an  8-bit  intensity  range. 
Currently  it  is  equipped  with  two  of  possible  four 
memory  planes,  as  well  as  with  a  graphic  and  an 
alphanumeric  overlay.  A  frame-grabbing  unit  can 
digitize  a  frame  of  a  video  signal  in  real  time 
(1/30  sec).  A  black  and  white  video  camera  (MTI 
series  88)  wit!  resolution  (bandwidth)  of 
18  MHz  is  connected  to  this  input  channel. 

The  system  has  an  arithmetic-logic  unit  (ALU), 
with  which  real-time  addition,  subtraction,  or 
comparison  of  one  or  more  image  planes  may  be  made. 
The  contents  of  each  memory  plane  may  be  routed 
through  lookup  tables  before  being  input  to  the 
ALU,  to  the  video-output  processor,  or  to  another 
plane.  The  act  lal  contents  of  any  image  plane  or 
of  a  combination  of  image  planes  is  output  via  a 
video-output  processor  and  can  be  shown  on  a  color- 
display.  Kach  channel  has  its  own  color-mapping 
tables.  A  joystick  control  device  is  used  for 
interactive  input.  It  controls  two  cursors,  which 
may  he  used  in  a  number  of  different  operating 
modes.  A  color  print  system  (Dunn  Instruments 
model  831)  serves  as  a  hardcopy  device  for  the 
color  monitor. 

Digitization  and  Preprocessing 

During  the  recording  of  the  holographic  inter- 
terograras,  two  fiducial  points  were  marked  in  the 
image  plane  with  a  known  position  relative  to  the 
rotor  system.  This  allowed  a  subsequent  coordinate 
transformation  into  a  space- fixed  coordinate  sys¬ 
tem.  Each  Inter ferogram  was  then  digitized  over 
an  area  of  about  0.18  *  0.25  m2 ,  and  several  sub¬ 
sections  were  enlarged,  depending  on  the  fringe 
density  in  the  inter ferograms .  A  scale,  aligned  to 
the  fiducial  marks,  was  always  digitized  together 


with  the  inter ferogram  so  that  the  position  and 
magnification  of  the  enlarged  segments  could  be 
identified . 

Before  segmentation  and  fringe-coordinate 
extraction  are  applied,  it  may  be  useful  to  do 
some  image  enhancement  to  reduce  noise.  Frame¬ 
averaging  methods  increase  the  signal -to-noise 
ratio  of  the  imaging  electronic  components, 
thereby  improving  the  picture  quality.  The  aver¬ 
aging  is  implemented  in  real  time,  over  30  frames 
in  1  sec.  Spatial  smoothing  in  a  3  x  3  kernel  or 
in  an  N  *  M  kernel  is  useful  to  reduce  high- 
frequency  noise  introduced  by  the  holographic  pro¬ 
cedure  (e.g.,  speckle  noise).  A  histogram  equal¬ 
ization  may  also  be  done  to  improve  the  visibility 
of  a  fringe  pattern  on  the  display.  It  has  been 
our  experience,  however,  that  this  technique  must 
be  used  with  care  because  it  is  a  nonlinear  trans¬ 
formation  and  tends  to  amplify  noise. 

One-Dimensional  Evaluation 

A  one-dimensional  interactive  processing  may 
be  employed,  if  only  one  two-dimensional  plane  of 
the  flow  field  is  reconstructed;  hence,  only  one 
cross  section  through  each  interferogram  has  to  be 
known.  In  this  case  some  of  the  expense  required 
for  the  full  two-dimensional  evaluation  of  the 
fringe  pattern  may  be  avoided.  But  the  procedure 
has  to  be  interactive,  because  local  information 
(i.e.,  knowledge  of  the  fringe  locations  a Ion,  one 
line)  is  not  sufficient  to  number  the  frii  cor¬ 
rectly  or  to  detect  lost  fringes  or  other  distor¬ 
tions.  In  an  interactive  procedure,  information 
such  as  acceptance  of  the  segmentation  and  assign¬ 
ing  of  fringe  numbers  has  to  be  given  by  the  user. 

Several  pattern-segmentat ion  methods  that 
involve  gradient  operators,24  adaptive  threshold¬ 
ing,25  Fourier  transforms,15  or  piecewise  approx¬ 
imation  of  elementary  functions2®*27  have  been 
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reported.  The  gradient  operators,  often  used  in 
line-detection  algorithms,  are  easy  to  implement, 
but  they  do  not  work  well  on  sinusoidal  patterns, 
and  they  are  also  very  noise-sensitive.  Adaptive 
thresholding  methods  are  often  used  for  document 
scanning  and  character  recognition.  They  too 
fail  on  sinusoidal  images.  Fourier  transform 
methods  are  difficult  to  adapt  to  fringe  fields 
with  varying  fringe  frequencies  across  the  scan 
line.  Also,  they  require  a  certain  number  of 
fringes  in  the  cross  section  and  are  mainly  used 
for  detecting  phase  shifts  in  patterns  of  parallel 
and  equidistant  fringes.  The  piecewise  approxima¬ 
tion  of  sinusoidal  functions  or  polynomials  has 
been  used  in  a  number  of  cases  in  which  precise 
phase  measurements  had  to  be  made  in  the  presence 
of  speckle  noise  with  only  a  few  fringes  in  the 
cross  section.  These  methods  generally  require 
excessive  computing  time,  and  the  convergence  and 
stability  depends  on  a  priori  estimates  of  the 
fringe  positions. 

A  two-pass  floating  threshold  method  has  been 
used  here  for  segmentation.20  In  the  first  pass, 
the  scan  line  is  searched  for  extrema,  using  a 
hysteresis  detection  scheme.  A  local  extremum  is 
accepted  only  if  it  has  a  minimum  gray  value  dif¬ 
ference  relative  to  the  last  accepted  extremum  of 
a  different  type  (after  a  minimum  is  accepted,  it 
is  searched  for  a  maximum,  and  vice  versa) .  With 
the  minimum  gray  value  difference,  a  noise- 
rejection  threshold  is  established.  With  the 
extrema  thus  found,  a  step-like  threshold  function 
is  defined,  which  settles  at  the  mean  gray  value 
between  adjacent  extrema.  Comparison  of  this 
function  with  the  original  scan  line  then  yields 
a  binary  fringe  pattern.  The  transitions  from 
black  to  white  and  from  white  to  black  define  the 
positions  of  the  left  and  right  fringe  sides 
(see  Fig.  3a).  This  method  is  fast  and  quite 
robust  and  works  well  even  on  fringe  fields  with 
abrupt  changes  in  image  brightness,  fringe  den¬ 
sity,  and  contrast.  The  value  of  the  acceptance 
threshold  is  not  critical  and  may  usually  be  var¬ 
ied  over  a  wide  range  without  affecting  the  seg¬ 
mentation.  Also  the  recognized  fringe  positions 
do  not  depend  on  the  actual  value  of  the  accep¬ 
tance  threshold.  In  images  with  a  known  modulation 


variation,  a  spatially  dependent  acceptance 
threshold  may  be  used.20 

An  example  of  the  segmentation  applied  to  a 
typical  interferogram  is  shown  in  Fig.  3b.  The 
actual  intensity  of  a  part  of  a  typical  scan  line 
is  plotted  as  a  solid  line  and  the  extracted 
fringe-positions  (left  and  right  sides)  are  shown 
as  dotted  lines. 

A  program  featuring  the  one-dimensional  eval¬ 
uation  digitizes  and  preprocesses  an  interferogram 
and  does  a  fringe-segmentation  along  a  line  or 
along  a  set  of  lines  through  the  field  of  view. 

The  result  of  the  segmentation  procedure  (a  binary 
fringe  pattern)  is  written  back  to  the  image 
screen  for  monitoring  reasons  (see  Figs.  3c 
and  3d).  The  user  may  interactively  change  the 
acceptance  threshold  or  edit  the  segmented  cross 
section  in  heavily  distorted  regions  before  he 
continues  to  the  numbering  section.  The  cursor 
can  be  moved  to  each  part  of  the  segmented  line, 
and  fringe  numbers  may  be  assigned  interactively 
by  various  commands.  The  task  of  assigning  fringe 
numbers  is  supported  by  color  coding  the  black 
parts  of  the  fringes;  this  shows  whether  the 
fringe-order  function  increases  or  decreases  by 
1,  or  if  a  discontinuity  is  present  between  adja¬ 
cent  fringes.  The  resulting  fringe-order  function 
may  also  be  plotted  onto  a  graphic  terminal. 

A  postprocessing  program  merges  all  the  data 
taken  from  different  enlarged  portions  of  an 
interferogram  (as  shown  in  Figs.  3c  and  3d)  and 
uses  a  spline-approximation  to  interpolate  between 
the  fringes.  The  left-  and  right-side  coordinates, 
or  the  middle  of  the  white  or  black  parts  of  the 
fringes,  may  be  taken  as  nodes  for  the  spline 
approximation.  To  allow  discontinuities  in  the 
fringe-order  function,  a  rational  spline  approxi¬ 
mation  is  used.  The  type  of  approximation  here 
may  be  changed  gradually  from  first-order  to 
third-order  polynomials  using  a  parameter  derived 
from  the  slope  of  the  OPD  function  (see  Fig.  3e) . 
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a)  Floating  threshold  fringe  segmentation.  b)  Demonstration  of  the  floating  threshold  fringe- 

segmentation  on  a  scan  line  of  an  actual 
interferogram. 


Fig.  3  Example  of  one-dimensional  processing* 


c)  Digitized  interferogram  (182.5)  with  segmented 
cross  sections  superimposed. 


d)  Evaluation  of  an  enlarged  section  of  the  inter- 
ferogram  shown  in  Fig.  3c. 


HEIGHT  0.673,  ANGLE  182.50,  M  =  0.900 


e)  Fringe-order  function  along  cross  section  3  of  interferogram  182.5  after  combination  of  several 
enlarged  subsections  and  rational  spline  interpolation. 

Fig.  3  Concluded. 


Two-Dimensional  Interactive  Processing 

Often  the  knowledge  of  only  a  cross  section 
across  the  field  of  view  is  not  sufficient  for 
interpreting  a  given  flow  problem;  instead,  the 
fringe  patterns  have  to  be  evaluated  over  the 
whole  field  of  view.  To  facilitate  the  two- 
dimensional  interferogram  evaluation,  additional 
algorithms  have  been  Implemented  to  segment 
fringes,  to  extract  each  fringe's  coordinates 
(trace  the  fringe  sides),  and  to  represent  the 
whole  fringe  field  as  a  polygonal  data  structure. 
Methods  for  numbering  these  line  fields  and 
detecting  extraction  errors  have  been  developed. 
With  a  two-dimensional  interpolation  scheme,  frac¬ 
tional  fringe-order  numbers  may  then  be  estimated 


at  any  given  point  in  the  field  of  view.  The 
methods  for  two-dimensional  evaluation  are  dis¬ 
cussed  in  the  following  paragraphs.  Typical 
execution  times  of  the  most  frequently  used 
modules  are  given  in  Table  1. 

Fringe  Segmentation.  The  fringe  segmentation 
in  the  two-dimensional  case  could  be  done  using 
the  same  one-dimensional  floating  threshold  method 
as  described  above  in  a  sequential  manner  for  each 
of  the  lines  of  an  image.  This  generally  works 
well  for  fringe  fields  running  more  or  less  per¬ 
pendicular  to  the  scan-line,  but  it  may  fail  if  the 
fringes  have  significant  components  parallel  to 
the  scan  line  and  if  noise  or  background  modula¬ 
tions  are  present.  An  example  is  shown  in  Fig.  A, 
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Table  1  Execution  times  of  some  hardware  and  software  modules  for 
evaluating  interf erograms 


Function 


CPU  time  (approx.),  sec 


Digitization,  look-up  table  operations  1/30 

Averaging  over  N  frames  N/30 

Convolutions*3  (k  *  kernel  elements)  K/30 

Binary  operations  (smoothing,  shrinking,  expanding)  K/30 

Subtraction  of  approximated  background  16 

Application  of  floating  threshold  method  14 

Extraction  of  fringe  coordinates^1  30 

Merging  of  line  fields^  10 

Numbering,  error  correction^  10 

Interpolation^  (computation  of  coefficients  per  polynomial)  0.05 


flFor  image  processor  equipped  with  three  memory  pages. 

Crimes  depend  on  the  complexity  of  the  image  and  the  number  of  fringes.  The  times 
given  are  for  a  typical  example,  such  as  that  shown  in  Fig.  5. 


where  the  floating  threshold  method  with  fixed 
acceptance  threshold  has  been  applied  to  a  digi¬ 
tized  fringe  field  of  low  quality  (Fig.  4a).  The 
resulting  binary  patterns  are  shown  after  the 
technique  was  applied  to  the  scan  lines  (Fig.  4b) 
and  to  columns  (Fig.  4c). 

In  a  two-dimensional  technique,  the  non- 
uniform  background  would  be  subtracted  and  a 
thresholding  with  the  mean  gray  value  could  then 
be  applied.  In  the  case  of  dual-reference-beam 
holography,  the  background  correction  can  be 
done  by  subtracting  a  180°  phase-shifted  inter¬ 
ferogram.  14  In  our  case,  the  approximate  back¬ 
ground  has  to  be  derived  from  the  fringe  field 
itself  by  a  process  called  "very  low-pass"  filter¬ 
ing.  This  technique  was  also  used  in  Ref.  17, 
where  each  pixel  was  replaced  by  the  mean  gray 
value  in  a  relatively  large  window.  To  save 
computing  time,  the  Image  area  is  divided  into 
meshes  of  suitable  size  (e.g.,  64  x  64  pixels)  and 


a)  Enlarged  digitized  subsection  of  interferogram 
(184.5)  with  superimposed  grid  of  meshes  of  Bize 
64  x  64. 


the  mean  gray  values  are  estimated  in  these 
meshes.  A  surface  approximation  is  then  con¬ 
structed  by  bilinear  interpolation  between  the 
gray  values  in  every  four  adjacent  mesh  points. 

The  discontinuities  at  the  mesh  boundaries  due  to 
the  bilinear  interpolation  do  not  affect  the  seg¬ 
mentation.  This  surface  is  then  subtracted  from 
the  original  interferogram,  in  which  an  offset  of 
128  Is  added  to  all  pixels  to  avoid  negative 
intensities.  An  example  of  the  background  sub¬ 
traction  is  shown  in  Fig.  4d .  A  thresholding  at 
level  128  was  performed  after  subtracting  the 
approximated  background  illumination  from  the  orig¬ 
inal  image  in  Fig.  4a.  The  background  was  con¬ 
structed  on  a  grid  with  a  mesh  size  of  64  x  64. 

The  method  works  better  than  the  floating  thresh¬ 
olding  in  most  parts  of  the  image,  but  does  not 
work  as  well  in  the  low-contrast  areas  in  the 
lower  middle  of  the  interferogram  and  in  the 
region  of  the  shock.  In  the  interactive  mode,  all 
the  above-mentioned  methods  may  be  combined  so 


b)  Floating  threshold  method  applied  to  scan  lines 
of  Fig.  4a. 


Fig.  4  Example  of  fringe  segmentation,  binarisation. 
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c)  Floating  threshold  method  applied  to  columns 
of  Fig.  4a. 


d)  Thresholding  after  background  subtraction 
computed  on  the  grid  in  Fig.  4a. 


e)  Combination  of  methods  b,  c,  and  d.  f)  Result  after  binary  smoothing  and  shrinking- 

expanding  operations  applied  to  Fig.  4e. 

Fig.  4  Concluded. 


that  each  one  works  on  the  whole  picture  or  in 
selected  areas  only  and  it  is  possible  to  use  the 
best-suited  method  for  each  part  of  the  image. 
Figure  4e  shows  the  resulting  binary  pattern  after 
combining  background  subtraction  with  horizontal 
and  vertical  floating  thresholding.  After  binari- 
zatlon,  binary  smoothing  or  shrinking-expanding 
operations  can  be  applied  to  reduce  pepper  and 
salt  noise  and  to  fill  in  broken  lines  or  to  trun¬ 
cate  line  artifacts  (Fig.  4f). 

Alter  applying  the  segmentation  procedures, 
the  fringe  field  is  transformed  into  a  binary  tone 
pattern.  In  some  applications,  the  binary  fringe 
patterns  are  reduced  to  line  representations  using 


skeletonization  techniques,  giving  the  middle 

of  the  black  (or  white)  fringes  as  the  fringe 
positions.  In  our  implementation,  the  coordinates 
of  the  fringes  are  determined  at  the  transition 
from  white  to  black  (and  vice  versa),  giving  the 
fringe  sides  as  the  equal  phase  lines.  A  sequen¬ 
tial  tracking  procedure  similar  to  a  technique 
used  in  Ref.  28  is  used  to  trace  the  fringe  posi¬ 
tions  line  by  line  from  the  top  to  the  bottom  of 
the  picture  in  order  to  represent  the  fringe  field 
as  a  polygonal  data  structure. 

To  reduce  the  amount  of  data  that  must  be 
stored,  a  redundancy  reduction  algorithm  is  acti¬ 
vated  whenever  the  temporary  storage  buffer  of 


a  certain  polygon  is  filled.29  In  this  way,  the 
actual  polygon  is  approximated  by  a  subset  of  ver¬ 
tices  of  the  original  polygon  within  a  certain 
given  tolerance  range. 

If  a  fringe  goes  outside  the  field  of  view  or 
if  a  background  object  such  as  an  airfoil  resides 
inside  the  fringe  field,  the  visible  part  of  the 
fringe  pattern  can  be  handled  by  using  the  points 
on  the  boundary  as  edges  of  the  fringes.  Of 
course,  the  corresponding  polygons  may  not  be 
connected  along  the  boundary  of  the  background 
object  because  they  may  have  different  fringe 
orders.  In  order  to  establish  the  boundary  test 
in  a  quick,  easy,  and  robust  manner,  it  is  not 
desirable  to  derive  the  boundary  information  from 
the  fringe  field  itself.  Therefore,  the  geometry 
of  the  test  region  (i.e. ,  the  coordinates  of  the 
boundary)  is  used  to  generate  a  binary-valued 
mask  which  is  compared  pixel  by  pixel  with  the 
actual  interferogram.  The  boundary  of  the  test 
section  may  consist  of  a  number  of  lines,  and 
there  may  be  several  foreground  areas  or  back¬ 
ground  areas  embedded  in  the  field  of  view.  The 
actual  boundary  may  be  generated  from  the  known 
geometry  of  the  setup  or  it  may  be  manually 
entered  and  interactively  drawn  onto  the  screen. 

Figure  5  shows  an  example  of  a  typical 
fringe-coordinate  extraction.  An  interferogram 
(Fig.  5a)  is  digitized  over  the  whole  field  of 
view  with  low  resolution.  The  white  lines  over¬ 
laying  the  display  represent  the  extracted  fringe 
sides,  and  the  black  line  represents  the  border 
polygon.  The  border  polygon  was  input  by  hand 
before  the  coordinate  extraction  in  order  to  mask 
off  background  objects  and  the  part  of  the  fringe 
field  with  high  fringe  density.  (In  our  imple¬ 
mentation,  all  the  graphics  is  in  color  and 
therefore  easier  to  distinguish  from  the  displayed 
image . ) 

The  coordinates  for  each  fringe  polygon  are 
stored  in  such  an  order  that  the  black  part  of 
the  fringe  is  always  to  the  right  of  the  polygon. 
This  has  some  advantages  when  erroneous  parts  of 
the  fringe  field  have  to  be  corrected  or  when 
fringe  fields  have  to  be  combined.  Lines  may 
never  be  connected  in  a  way  that  a  "left"  fringe 
side  connects  to  a  "right"  one  or  vice  versa,  and 
each  line  has  to  have  a  neighbor  of  a  different 
type. 

The  proposed  segmentation  with  subsequent 
extraction  of  fringe  sides  has  some  advantages 
over  tracking  methods  that  follow  the  intensity 
minima  or  maxima  along  the  fringes.23  First, 
the  segmentation  is  more  accurate  because  the 
fringe  sides  are  better  defined  due  to  the  maximal 
slope  at  the  fringe  sides.  Second,  the  method 
works  well  independently  of  the  fringe  density  and 
the  fringe  contrast.  Tracking  methods  tend  to 
lose  orientation  in  wide  fringe  areas  and  are 
unpredictable  if  the  contrast  is  varying  because 
they  tend  to  run  in  the  direction  of  maximal  or 
minimal  intensities.  Third,  all  points  of  the 
field  of  view  have  to  be  marked  in  order  to  avoid 
multiple  tracking  of  the  same  fringe  and  to  find 
all  of  the  fringes.  In  the  fringe  side-detection 
method,  two  lines  per  fringe  are  read  in  one  step; 
as  a  result,  the  accuracy  is  further  increased 
over  that  of  tracking  methods.  And  fourth,  the 
resulting  line  structures  are  simpler  because 
no  line  branchings  occur.  For  this  application. 


tracking  methods  are  much  more  unpredictable  and 
slower,  and  too  much  intervening  action  would  be 
necessary  to  use  them  successfully. 

As  was  discussed  before,  it  may  be  necessary 
to  digitize  enlarged  subsections  to  resolve  regions 
with  high  fringe  densities.  The  resulting  fringe 
polygonal  field  is  then  combined  out  of  all  the 
individual  digitized  and  processed  subsections, 
starting  with  the  one  with  highest  resolution.  To 
handle  the  problem  of  partly  overlapping  polygonal 
line  fields,  a  boundary  polygon  is  maintained  for 
each  subsection.  This  defines  the  definition  area 
for  each  fringe  polygonal  field.  Upon  combination 
of  two  overlapping  fields,  the  border  polygon  of 
the  one  with  higher  resolution  (priority)  is  used 
to  intersect  the  lines  of  the  other  field.  Both 
line  fields  are  then  connected  at  those  intersec¬ 
tion  points.  The  new  border  polygon  is  the  border 
of  the  combined  areas. 

Figure  5b  shows. an  enlarged  digitized  part  of 
the  interferogram  shown  in  Fig.  5a,  with  the 
extracted  fringe  polygons  overlaying.  Figure  5c 
shows  a  plot  of  the  resulting  polygonal  field 
which  was  combined  from  the  lines  in  Figs.  5a 
and  5b;  and  two  other  enlarged  sections  which  are 
not  shown. 

Numbering  and  Error  Correction.  If  distor¬ 
tions  are  present  in  the  interferogram,  for 
instance,  due  to  diffraction  patterns,  or  ii  there 
is  insufficient  contrast,  or  if  the  fringe  spacing 
exceeds  the  system  resolution,  as  it  does  in  shock 
or  boundary  regions,  then  disconnected  fringes  may 
occur  and  polygonal  segments  representing  fringes 
of  different  order  may  be  connected.  An  example 
is  given  in  Fig.  6,  which  is  the  extracted  line 
field  from  Fig.  4f.  In  the  lower  middle  portion  of 
the  interferogram  in  Fig.  6,  there  is  a  distortion 
of  the  fringe  field  because  of  a  diffraction  pat¬ 
tern,  and  in  the  lower  right  portion  the  lines  are 
not  resolved  in  the  shock  region. 

In  general,  local  information  obtained  from 
the  near  surroundings  of  these  areas  is  insuffi¬ 
cient  to  solve  the  problems;  instead,  global 
knowledge  about  the  entire  fringe  field  is  neces¬ 
sary.  A  complete  correction  of  all  the  incorrectly 
linked  polygonal  segments  may  be  performed  only 
during  the  fringe  numbering.  However,  an  error- 
correcting  scheme  may  be  applied  before  starting 
the  numbering  procedure.  It  uses  the  geometric 
parameters  of  the  lines  to  detect  suspicious 
lines.  These  are  the  shape  features,  for  example, 
circularity  (enclosed  area  divided  by  the  perimeter 
squared),  the  distance  of  the  polygonal  end  points, 
and  the  angles  between  polygonal  segments. 

A  fringe  numbering  scheme  has  to  introduce 
the  known  numbering  criteria  into  an  algorithm. 

They  are  1)  the  fringe-number  difference  of  neigh¬ 
boring  fringes  must  be  0  or  1,  2)  fringes  of  dif¬ 
ferent  order  do  not  intersect  or  touch  each  other, 
3)  fringes  do  not  end  inside  the  field  of  view 
unless  they  are  circular  fringes,  and  A)  the 
fringe-number  differences  integrated  along  a  closed 
line  through  the  interferogram  yield  always  0. 
Furthermore,  the  a  priori  known  properties  of  the 
actual  object  have  to  be  included. 

Different  schemes  have  been  developed  to 
number  various  kinds  of  fringe  fields.2  »21  One 
scheme  suitable  for  the  numbering  of  erroneously 
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a)  Original  digitized  interferogram  (8.5)  — 
extracted  fringe  polygons  are  overlayed  in  white 
the  border  polygon  is  written  in  black. 


b)  Enlarged  digitized  part  of  the  same  interfero- 
gram— extracted  fringe  polygons  are  overlayed. 


ANGLE  »  8.5,  M  *  0.9 


c)  Plot  of  the  resulting  polygonal  field  merged  from  Figs.  6a  and  6b  and  two  other  enlarged  sections  not 

shown. 

Fig.  5  Example  of  fringe  polygon  extraction  and  merging  of  enlarged  digitized  subsections. 
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Fig.  6  Extracted  line  field  of  Fig.  4f,  showing 
disconnected  lines  in  an  area  disturbed  by  a  dif¬ 
fraction  pattern  and  in  a  shock  region. 

extracted  line  fields  shall  be  described  in  some 
detail.  The  idea  of  the  scheme  is  based  on  the 
fact  that  in  general  there  are  only  a  few  locations 
that  cover  a  small  area,  in  which  the  fringe  lines 
are  falsely  extracted,  and  that  the  line  field  in 
most  parts  of  the  interferogram  is  represented 
correctly.  The  interferogram  is  divided  into 
rectangular  segments  by  a  grid  with  suitably  sized 
meshes.  The  line  segments  inside  the  meshes  are 
now  numbered  mesh  by  mesh,  starting  at  the  mesh 
with  the  maximal  number  of  line  segments  and  with 
a  minimal  number  of  inversion  points  of  fringe¬ 
counting  (e.g.,  a  mesh  containing  parallel  lines). 
The  algorithm  now  looks  for  the  adjacent  meshes  in 
which  the  numbering  can  continue,  that  is,  those 
that  have  at  least  two  consecutive,  already  num¬ 
bered  line  segments  at  their  common  grid  line. 

From  these  meshes,  the  one  showing  the  best  condi¬ 
tions  is  chosen.  If  the  line  numbering  of  the 
actual  mesh  is  not  in  accordance  with  the  numbering 
of  the  adjacent  meshes,  it  is  put  back  and  handled 
later.  In  this  way,  the  meshes  containing  discon¬ 
nections  are  processed  after  all  other  meshes  have 
been  numbered.  The  numbering  scheme  now  tries  to 
number  the  line  segments  inside  the  erroneous 
meshes,  using  the  numbers  already  known  in  the 
neighboring  meshes.  If  a  line  has  to  have  differ¬ 
ent  numbers,  it  is  cut  into  two  segments  at  the 
position  where  the  angle  between  adjacent  polygonal 
segments  is  minimal.  Another  option  is  to  cut  at 
a  position  where  a  surface  approximation  onto  the 
numbered  polygonal  points  exceeds  a  difference  of 
more  than  a  half  order  to  a  point  of  the  actual 
line  to  be  cut.  The  procedure  assigns  relative 
fringe  numbers.  The  absolute  fringe  order  and 
direction  of  increase  has  to  be  specified  at  one 
location  in  the  field  to  adjust  the  other  numbers. 

As  an  example  of  a  relatively  complex  fringe 
pattern  with  respect  to  numbering.  Fig.  7  shows  the 
fringe  lines  of  an  interferogram  of  a  membrane. 

The  numbering  grid  is  overlayed .  The  encircled 
numbers  denote  the  order  in  which  the  meshes  were 
processed  by  the  algorithm.  Note  that  the 
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Fig.  7  Fringe  numbering.  Example  of  a  complex 
fringe  pattern  with  several  minima  and  maxima; 
encircled  numbers  give  the  order  in  which  the 
meshes  were  processed. 

algorithm  tends  to  number  parts  of  the  fringe 
field  consisting  of  similar  running  lines  in  a 
monotonic  manner.  This  is  the  most  basic  of  the 
rules  used  for  numbering  fringes.  It  derives  from 
the  fact  that  most  physical  object  functions  are 
mono tonic  and  smooth  in  most  areas  of  the  field  of 
view.  If  the  fringe  fields  did  not  fulfil  this 
basic  requirement,  a  fringe  numbering  without 
further  knowledge  of  the  physical  properties  of 
the  object  would  actually  be  impossible. 

Figure  8  shows  the  numbering  grid  used  for 
numbering  the  line  field  shown  in  Fig.  6.  The 


Fig.  8  Numbered  and  error-corrected  line  field  of 
Fig.  5c  with  numbering  grid. 
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meshes  containing  the  shock  and  the  distorted 
area  are  detected  by  the  algorithm  because  of 
their  high  number  of  inversion  points.  They  are 
numbered  after  all  other  meshes  have  been  pro¬ 
cessed  so  the  lines  that  could  not  be  numbered 
uniquely  will  be  cut  somewhere  in  the  mesh.  The 
position  where  this  is  done,  however,  may  not  be 
the  correct  one.  Often  fringes  of  different  order 
are  connected  through  a  shock  without  any  indica¬ 
tion  of  the  existence  of  the  shock  (see,  e.g.. 

Fig.  6).  In  this  case,  the  area  where  the  shock 
appears  may  be  masked  off  by  hand  editing  before 
starting  the  numbering  (see  Fig.  8). 

In  the  edit  mode,  the  fringe  polygonal  fields 
may  also  be  numbered  manually  by  drawing  a  test 
line  into  the  line  field  and  numbering  the  inter¬ 
sected  fringe  lines  by  several  commands  using  the 
cursor.  Also,  all  lines  may  be  modified  manually 
in  the  interactive  edit  mode  before  starting  the 
numbering  or  the  postprocessing. 

Interpolation.  After  numbering  the  fringe 
lines,  the  OPD  function  is  defined  at  a  set  of  con¬ 
tour  lines,  but  most  of  the  mathematical  transfor¬ 
mations  to  follow  require  interpolation  of  frac¬ 
tional  fringe-order  numbers.  Some  methods  for 
interpolating  between  random  points  on  a  surface 
are  discussed  in  Ref.  30.  An  algorithm  best 
suited  in  regard  to  computation  time,  as  well  as 
in  regard  to  numerical  representation,  seems  to 
be  a  local  dis tance-weighted  polynomial  least- 
squares  approximation.  At  a  given  point  (a,b) 
the  coefficients  of  a  two-dimensional  polynomial 
of  second  order 

2  2-k 

p(x,y)  *  ^  cki^x  ~  ~  b)X  (A) 

k-o  uo 

are  estimated  to  minimize  the  quadratic  form 

Q  ■  (P(xr»yr)  "  zr3?w[<xr  -  a)2 

r 

+  (yr  -  b)2]  -  Min  (5) 

where  w(dz)  =  exp(-kd2)  is  a  weighting  function, 
which  gives  more  weight  to  the  data  points  (x  ,y  ) 
having  a  shorter  distance  d  to  the  point  (a,b) 
than  the  more  distant  points.  The  additional 
advantage  is  that  more  distant  points  may  be 
ignored  in  the  computation.  The  solution  of 
Eq.  (5)  is  performed  by  solving  a  system  of  linear 
equations  (Gauss's  method).  The  parameter  k  in 
the  weighting  function  is  chosen  according  to  the 
local  data  point  density.  The  whole  fringe  field 
may  be  represented  with  the  polygonal  coefficients 
calculated  on  a  regular  grid.  If  a  smooth  approx¬ 
imation  of  the  OPD  surface  is  desired,  a  two- 
dimensional  spline  function  may  be  defined  at  the 
meshes  of  a  rectangular  grid  using  only  the  zero 
and  first-order  coefficients  from  the  previously 
obtained  polynomials. 

An  advantage  of  using  a  polynomial  represen¬ 
tation  is  the  fact  that  it  Is  possible  to  extrap¬ 
olate  the  fringe  field  into  regions  blocked  by 
background  objects.  As  an  example.  Fig.  9  shows 
an  Interpolated  cross  section  through  the  numbered 
polygonal  field  of  Fig.  5c  at  z  ■  c/3.  Note  that 


HEIGHT  *  1.000,  ANGLE  =  8.50,  M  *  0.900 


POSITION  x 

Fig.  9  Interpolated  fringe-order  function  along  a 
cross  section  at  z  *  c/3  through  the  numbered 
line  field  of  Fig.  5c,  showing  extrapolation  to 
the  left.  The  symbols  mark  the  coordinates  of  the 
fringe  polygons  in  the  cross  section. 

the  left  side  of  the  line  is  extrapolated  over  a 
region  of  the  interferogram  blocked  off  by  the 
rotor  system. 


Reconstruction 

A  number  of  reconstruction  algorithms,  such 
as  Fourier  transform  methods,  back-projection 
methods,  and  iterative  methods  are  covered  in  the 
literature  (see,  for  instance,  Ref.  31).  Here  a 
convolution  back-projection  algorithm  with  a  fil¬ 
ter  function  proposed  in  Ref.  32  was  chosen, 
because  it  generally  gives  good  results,  is  easy 
to  implement,  and  is  very  efficient.  The  convo¬ 
luted  back-projection  is  given  as 

r  «» 

gBU>y)  *  J  J  |r |  }6(x  sin<t> 

0  —OO 

+  y  cos$  -  O  x  df,  d$  ,, 


where  gg(x,y)  is  the  reconstructed  field  function 
in  a  horizontal  plane  (z  *  const),  and  N^(£)  are 
the  cross  sections  through  the  fringe-order  functic 
at  angles  4>  to  be  convolved  with  the  inverse 
Fourier  transform  of  the  abs-functlon.  The  inte¬ 
gration  of  the  convolved  "projections"  is  done 
along  the  lines  ,  which  are  expressed  as 

6(x  sin$  +  y  cos$  -  £)  (7) 

and  over  all  the  projections  $ . 

Figure  10a  shows  a  reconstruction  of  the  flow 
field  in  a  plane  8.28%  chord  above  the  blade 
obtained  from  the  experimental  data  at  41  views  fox 
the  angular  Interval  from  8*  to  40*  and  from  140* 
to  186*  In  2*  Intervals.  The  missing  views  are 
presumed  to  be  zero  (those  inter ferogr Mis  have 
only  a  few  or  no  fringes  and  wars  not  evaluated) . 
The  resolution  In  the  plans  la  101  x  101  points. 
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and  101  rays  were  used  in  the  projection  data  at 
each  view  (see  Fig.  9).  The  time  required  for  a 
reconstruction  from  41  projections  with  101  rays 
at  a  grid  of  101  x  101  points  is  about  24  sec  of 
CPU  time  on  a  VAX  11/780. 

The  reconstruction  gives  a  map  of  the  refrac¬ 
tive  index  in  the  plane.  Because  the  refractive 
index  of  gases  is  proportional  to  the  density  p 
(Gladstone-Dale  relation), 

0/po  -  (n  -  l)/(nQ  -  1)  (8) 

the  density  may  be  directly  calculated.  Other  flow 
properties,  such  as  pressure,  may  be  obtained  by 
assuming  isentropic  flow.  The  perturbation  veloc¬ 
ity  is  derived  by  application  of  a  form  of  the 
energy  equation  to  the  blade-fixed  flow  problem 

v(r)  -  -Sir  +  ^j  (Qr)2  -  ymJi  C (p/oo>Y  ‘  -  11  <9> 

where  y  is  the  specific  heat  ratio,  c0  is  the 
velocity  of  sound,  and  i?  is  the  angular  velocity 
of  the  blade. 

The  lines  in  Fig.  10a  are  contour  lines  of 
the  perturbation  velocity.  This  result  may  be  com¬ 
pared  with  a  cross  section  through  a  numerically 
obtained  small  perturbation  potential  solution 
which  is  shown  in  Fig.  10b.  The  basic  features  of 
the  flow  field,  the  shock  position,  and  the  ampli¬ 
tudes  are  very  well  confirmed.  Differences  appear 
in  the  velocity  profiles  across  the  chord  in  the 
tip  region  of  the  blade  which  can  be  attributed  to 
actual  differences  in  the  predicted  and  measured 
flow  fields.  The  finite  difference  code  used  in 


a)  Perturbation  velocity  contours  In  feet  per 
second  as  reconstructed  from  cross  sections 
through  41  lnterferograas,  at  101  *  101  points. 


the  predict fons  of  the  fjow  field  does  not  yet 
include  viscous  effects  and  therefore  can  not 
account  for  the  lambda  shock  effects  seer  in  the 
measured  data. 

A  more  detailed  discussion  of  the  reconstruc¬ 
tion  results  and  a  comparison  with  hot-wire  and 
pressure  measurements  is  given  in  Ref.  34. 


Conclusions 

The  features  of  an  image-processor-based 
system  for  analyzing  inter ferograms  have  been 
described.  The  system  contains  algorithms  for  all 
steps  of  digital  Interferogram  processing,  from 
image-processing  techniques,  such  as  digitization, 
enhancement,  and  segmentation,  to  graphic  data- 
processing  techniques,  such  as  fringe-coordinate 
extraction,  merging  of  line  fields,  error  correc¬ 
tion,  fringe  numbering,  and  approximation  tech¬ 
niques  for  interpolating  two-dimensional  fringe 
fields.  All  the  modules  may  be  called  interac¬ 
tively,  and  editing  features  are  available  to 
process  interferograms  even  if  they  are  of  poor 
quality.  The  interactive  modes  are  fully  sup¬ 
ported  by  graphic  visualization.  An  application 
to  the  reconstruction  of  a  three-dimensional  flow 
field,  which  was  recorded  by  holographic  interfer¬ 
ometry  at  several  views  around  the  field,  was 
given.  It  showed  that  the  digital  technique  pro¬ 
vided  better  and  faster  evaluations  of  the  inter¬ 
ferograms  than  could  be  achieved  manually.  The 
full  analysis  of  the  flow  field  under  investigation 
would  hardly  have  been  possible  had  it  been 
necessary  to  analyze  the  data  manually. 

However,  in  the  implementation  that  was 
described,  some  information  had  to  be  input 


b)  Perturbation  velocity  contours  at  the  same 
height  above  the  blade  as  given  by  a  numerical 
solution  of  the  flow  problem. 


Fig.  10  Reconstruction  of  the  flow  field  in  a  horizontal  plane  at  z/c  «  0.0828  above  the  blade.  The 
blade  rotates  clockwise,  the  leading  edge  la  at  x/c  -  0  (c  la  the  chord  length  of  the  blade.  Rq  le  the 
blade  radius). 
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manually,  even  for  interferograms  of  good  quality. 
This  included  the  geometric  reference  points,  the 
decision  whether  enlarged  subsections  should  be 
digitized,  the  choice  of  an  optimal  enlargement 
factor,  the  entering  of  background  border  polygons, 
and  the  reference  number  for  the  fringe  numbering. 
In  order  to  use  this  system  in  a  standard  test 
facility,  the  interactive  action  can  be  further 
reduced  by  using  the  same  information  for  series 
of  interf erograms  taken  under  similar  conditions. 
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